Sepsis in a CPAP system.
Bacterial contamination of a continuous positive airway pressure system has been investigated and found to be virtually confined to the adjustable valve 'at the mouth'. Organisms isolated from this site are probably derived from those in the sputum. The practical implications of these findings are outlined.